An 84-year-old woman received a diagnosis of large common bile duct (CBD) stones and experienced failed endoscopic stone extraction half a year previously. Two plastic stents were temporarily placed into the CBD for biliary drainage. Currently, the patient was admitted for endoscopic stone extraction. The cholangiogram demonstrated a maximal diameter of 1.5 cm of the CBD, with multiple large stones. The largest stone (1.4 × 2.5 cm) was impacted in the upper part of the CBD ([Fig. 1](#fig1){ref-type="fig"}A).Figure 1**A,** Cholangiographic view showing multiple large stones in the CBD. **B,** The stone was drawn into the basket but could not be extracted. **C,** Application of Soehendra rescue lithotriptor to crush the stone. **D,** After failed lithotripsy, impaction of stone in the CBD, as seen from the opened papilla. **E,** Direct laser lithotripsy under duodenoscopy. **F,** After laser lithotripsy, the stone was fractured. **G,** Successful extraction of stone by a balloon. *CBD*, common bile duct.

After endoscopic sphincterotomy and papillary balloon dilation to a 15-mm diameter, most stones, except the largest one, were successfully extracted with a 3-cm diameter lithotriptor basket. However, because of the large size and limited space, the stone in the upper part of the CBD could not be drawn into the basket. Therefore, a larger extraction basket (3 × 6 cm) was used to grasp the stone ([Fig. 1](#fig1){ref-type="fig"}B). Unfortunately, the stone and the basket were impacted in the CBD, and a Soehendra rescue lithotriptor (BML-110A-1, Olympus Optical Company, Tokyo, Japan) was applied to crush it ([Fig. 1](#fig1){ref-type="fig"}C). Owing to only a partial grasp, the lithotripsy failed, and the stone was so tightly impacted in the ampulla that the basket and guidewire could not enter the CBD.

The stone could be seen from the opened papilla under duodenoscopy, which inspired a direct application of frequency-doubled double-pulse Nd:YAG laser lithotripsy ([Fig. 1](#fig1){ref-type="fig"}D). The optical fiber was guided through a 4.4F sphincterotome that touched the stone under duodenoscopy with a 4.2-mm working channel ([Fig. 1](#fig1){ref-type="fig"}E). The laser lithotripsy was carried out, and the stone was fractured after about 10 minutes ([Fig. 1](#fig1){ref-type="fig"}F). A 15-mm diameter balloon catheter was then introduced into the CBD, and the fractured stones were successfully extracted ([Fig. 1](#fig1){ref-type="fig"}G) ([Video 1](#appsec1){ref-type="sec"}, available online at [www.VideoGIE.org](http://www.videogie.org){#intref0015}). This technique is simple and easily performed without the assistance of cholangioscopy.
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Video 1Direct laser lithotripsy under duodenoscopy.Video Script

Written transcript of the video audio is available online at [www.VideoGIE.org](http://www.VideoGIE.org){#intref0010}.
